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Abstract 128 

We compare Tropospheric Emission Spectrometer (TES) version 2 (V002) nadir ozone 129 

profiles with ozonesonde profiles from the Intercontinental Chemical Transport Experiment 130 

Ozonesonde Network Study (IONS), the World Ozone and Ultraviolet Data Center 131 

(WOUDC), the Global Monitoring Division (GMD) of the Earth System Research 132 

Laboratory, and the Southern Hemisphere Additional Ozonesonde (SHADOZ) archives.  133 

Approximately 1600 coincidences spanning 72.5ºS-80.3ºN from October 2004 to October 134 

2006 are found.  The TES averaging kernel and constraint are applied to the ozonesonde data 135 

to account for the TES measurement sensitivity and vertical resolution.  TES-sonde 136 

differences are examined in six latitude zones after excluding profiles with thick high clouds.  137 

Values for the bias and standard deviation are determined using correlations of mean values 138 

of TES ozone and sonde ozone in the upper troposphere (UT) and lower troposphere (LT).  139 

The UT biases range from 2.9-10.6 ppbv and the LT biases range from 3.7-9.2 ppbv, 140 

excluding the Arctic and Antarctic LT where TES sensitivity is low.  A similar approach is 141 

used to assess seasonal differences in the northern midlatitudes where the density and 142 

frequency of sonde measurements are greatest.  These results are briefly compared to TES 143 

V001 ozone validation work which also used ozonesondes but was carried out prior to 144 

improvements in the radiometric calibration and ozone retrieval in V002.  Overall, the large 145 

number of TES and sonde comparisons indicate a positive bias of approximately 3-10 ppbv 146 

for the TES V002 nadir ozone data set, and have helped to identify areas of potential 147 

improvement for future retrieval versions. 148 

 149 
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 1. Introduction 150 

 151 

Tropospheric ozone is difficult to measure from space because the contribution to the 152 

measured signal from stratospheric ozone is typically large.  The first approach to the 153 

determination of tropospheric ozone distributions from satellite measurements involved 154 

subtracting the stratospheric ozone column from the total ozone column [Fishman and 155 

Larsen, 1987; Hudson and Thompson, 1998; Ziemke et al., 1998, 2005, 2006].  The Global 156 

Ozone Monitoring Experiment (GOME) makes nadir measurements of the global distribution 157 

of tropospheric ozone columns from space [Valks et al., 2003; Liu et al., 2005, 2006] and a 158 

similar Ozone Monitoring Instrument (OMI) tropospheric column retrieval product will soon 159 

be available (Liu, personal communication, 2006), but these measurements are not capable of 160 

providing much information about the vertical distribution of tropospheric ozone.  Nadir 161 

profiles of tropospheric ozone have been retrieved from measurements by the Interferometric 162 

Monitor of Greenhouse gases (IMG) instrument on the ADEOS satellite; however, this 163 

limited dataset only spans the very brief period of August 1996 to June 1997 [Coheur et al., 164 

2005; Turquety et al., 2002].  Although numerous limb-viewing satellite instruments have the 165 

ability to provide good vertical information on ozone in the upper troposphere, they are 166 

ineffective in the lower troposphere and their global coverage is typically too sparse to 167 

provide reliable global distributions of tropospheric ozone. 168 

 169 

The Tropospheric Emission Spectrometer (TES) on the Aura satellite was designed to 170 

measure the global vertical distribution of tropospheric ozone, as well as temperature and 171 

other important tropospheric species including carbon monoxide, methane and water vapor 172 
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[Beer et al., 2001; Beer, 2006].  Initial validation of TES ozone was carried out by comparing 173 

a limited number of early measurements to ozonesondes, using the first version of TES nadir 174 

ozone data (V001) [Worden et al., 2007].  In the present work, using version 2 (V002) data, 175 

we examine approximately 1600 TES and ozonesonde coincidences spanning 72.5ºS-80.3ºN 176 

from October 2004 to October 2006.  As in the initial work, the TES averaging kernel and 177 

constraint are applied to the sonde data to account for the TES measurement sensitivity and 178 

vertical resolution. With this approach, and a large number of coincidences, we characterize 179 

both the bias and variability of the V002 TES nadir ozone data set. 180 

 181 

2. TES Measurements and Retrievals 182 

 183 

TES is a Fourier transform spectrometer that measures infrared emission of Earth’s 184 

atmosphere.  TES is on the Aura satellite which has a ~705 km sun-synchronous polar orbit 185 

with an equator crossing time of ~13:45 and a 16-day repeat cycle.  Although TES can 186 

measure from both the nadir and limb views, nadir is presently the primary scanning geometry 187 

used.  In cloud-free conditions, the nadir ozone profiles have approximately four degrees of 188 

freedom for signal, approximately two of which are in the troposphere, giving an estimated 189 

vertical resolution of about 6 km [Bowman et al., 2003; Worden et al., 2004; Worden et al., 190 

2007] with a 5.3 km by 8.3 km footprint. 191 

 192 

The primary measurement mode for TES is the Global Survey (GS), from which the 193 

instrument maps the earth in 16 orbits (~26 hours).  The measurements in a global survey are 194 

divided into sequences which take about 82 seconds each.  Prior to May 2005, each of these 195 
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sequences consisted of 3 limb scans and 2 nadir scans.  The radiances from the two nadir 196 

scans (which were made of the same spot) were averaged together.  Nadir measurements in 197 

successive sequences were separated by about 544 km, while measurements from the 198 

neighboring TES orbit track were separated by 22º longitude.  In the present GS 199 

configuration, which began on 21 May 2005, a sequence consists of three nadir scans and no 200 

limb scans.  Each nadir scan within an orbit track in the new GS mode is separated by about 201 

182 km on the ground; therefore, the radiances are not averaged [Beer, 2006; Osterman et al., 202 

2006] and the measurements provide more coverage.  TES also has special observation 203 

modes, the most common one being the Step and Stare (SS), where numerous repetitive 204 

measurements are made near a given target, with scans about 6 seconds apart and separated 205 

by 40-45 km along the ground track [Beer, 2006; Osterman et al., 2006].  Another common 206 

special observation mode is Transect mode, in which repetitive scans are made where the 207 

nadir angle changes such that the footprints from subsequent scans are only about 12 km 208 

apart.  Accumulating transect scans can thus create a nearly contiguous footprint spanning 209 

about 500 km. 210 

 211 

TES ozone is retrieved from the 9.6 μm ozone absorption band using the 995-1070 cm-1 212 

spectral range.  The retrievals and error estimation are based on the optimal estimation 213 

approach [Rodgers, 2000].  TES retrievals are described in Worden et al. [2004] and Bowman 214 

et al. [2002, 2006], with error characterization described in Kulawik et al. [2006a].  215 

Temperature, water vapor and ozone are simultaneously retrieved in the first step of the 216 

retrieval with other species and parameters retrieved in subsequent steps.  Validation of TES 217 

temperature retrievals is described in Herman et al. (Validation of Tropospheric Emission 218 
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Spectrometer Temperature Retrievals with Aircraft and Sondes, submitted to J. Geophys. 219 

Res., this issue) and validation of TES water vapor is described in M. Shephard et al., 220 

(Comparison of Tropospheric Emission Spectrometer (TES) Water Vapor Retrievals with In 221 

Situ Measurements, submitted to J. Geophys. Res., this issue). 222 

 223 

The ozone a priori profile (also used as the initial guess) and covariance matrix are derived 224 

from a climatology developed using the Model of Ozone and Related Tracers (MOZART) 225 

model [Brasseur et al., 1998; Park et al., 2004].  The ozone a priori comes directly from 226 

MOZART monthly means which are averaged in 10º latitude by 60º longitude grid boxes.  To 227 

facilitate use of TES data, the averaging kernel matrix and prior constraint matrix are made 228 

available with the data, which may be obtained from the Langley Atmospheric Sciences Data 229 

Center (http://eosweb.larc.nasa.gov/PRODOCS/tes/table_tes.html).  A detailed description of 230 

TES V002 data is given in the TES Level 2 Data User’s guide, version 2.0 [Osterman et al., 231 

2006]. 232 

 233 

3.  Ozonesonde Data and Application of the TES Operator 234 

 235 

Ozonesondes make in situ measurements of temperature, pressure, humidity and ozone from 236 

balloons launched from stations around the world.  The sondes provide profiles with a vertical 237 

resolution of about 150 m, up to a maximum altitude of about 35 km, although not all 238 

measurements reach this height.  We use ozonesonde measurements from: the Intercontinental 239 

Chemical Transport Experiment Ozonesonde Network Study (IONS) [Thompson et al., 240 

2007b, 2007c] campaign in 2006 (IONS-06) (http://croc.gsfc.nasa.gov/intexb/ions06.html), 241 
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the World Ozone and Ultraviolet Data Center (WOUDC) (http://www.woudc.org), the Global 242 

Monitoring Division (GMD) of the Earth System Research Laboratory 243 

(http://www.esrl.noaa.gov/gmd) and the Southern Hemisphere Additional Ozonesonde 244 

(SHADOZ) archive (http://croc.gsfc.nasa.gov/shadoz) [Thompson et al., 2003a, 2003b, 245 

2007a]. 246 

 247 

The accuracy of ozone measured from sondes is often quoted as about ±5% 248 

[SPARC/IOC/GAW, 1998], but actually depends on numerous factors.  A variety of types of 249 

ozonesondes exist, but the most common type used in this work is the electrochemical 250 

concentration cell (ECC) sonde which relies on the oxidation reaction of ozone with a 251 

potassium iodide (KI) solution [Komhyr et al., 1995].  (The main exceptions being the 252 

Hohenpeissenberg station which uses Brewer-Mast (BM) sondes and the four stations in 253 

Japan which use KC type sondes.)  ECC sondes are made by two different manufacturers and 254 

can operate with a range of KI solution strengths, buffer types and preparation procedures.  255 

Sonde performance was evaluated in a series of experiments [Smit et al., 2007], but the study 256 

was based on a small number of sonde measurements.  Their work indicates a precision of 257 

better than ±(3-5) % and an accuracy of about ±(5-10) % up to 30 km altitude if standard 258 

operating procedures for ECC sondes are used, and suggests a median high bias of about 5% 259 

for ECC sondes relative to an ultraviolet (UV) photometer.  260 

 261 

Overhead columns are measured independently by a Dobson or Brewer instrument for some 262 

sonde profiles.  If an overhead column measurement is available, as for most WOUDC data, a 263 

correction factor (CF) is calculated, which can also be used to screen the data.  For the 264 
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SHADOZ dataset, no overhead measurements are available, but the data were screened by 265 

integrating the profiles and comparing to ozone columns from the Total Ozone Mapping 266 

Spectrometer (TOMS).  A more detailed description of the screening approach is given in 267 

Worden et al. [2007].  No systematic screening was applied to the IONS-06 data, but a very 268 

small number of obviously erroneous profiles were rejected. 269 

 270 

For sonde measurements that did not reach 10 hPa, we approximated the unmeasured part of 271 

the stratosphere by appending the TES a priori profile.  Since the original sonde data are 272 

provided on various irregular pressure grids, all data are interpolated to a fine level pressure 273 

grid (800 levels from 1260 hPa to 0.46 hPa), then a mapping matrix is used to interpolate to 274 

the 67 pressure level TES grid (from 1212 to 0.1 hPa).  The TES averaging kernel ATES and a 275 

priori constraint vector xprior are together referred to as the TES operator.  Applying the TES 276 

operator to the sonde data xsonde (which is now on the TES pressure grid) yields xsondeTESop, a 277 

profile which accounts for the TES sensitivity and vertical resolution. 278 

 279 

xsondeTESop  =  xprior + ATES[xsonde - xprior]  (1) 280 

 281 

To state this in another way, xsondeTESop is the profile that would be retrieved from TES 282 

measurements for the same air sampled by the sonde in the absence of other errors.  It is 283 

important to note that with this approach, the TES-sonde difference (xTES- xsondeTESop) is not 284 

biased by the TES a priori.  Our approach is based on Rodgers and Connors [2003] and the 285 

application to TES data is described in more detail in Worden et al. [2007] along with figures 286 

depicting the TES ozone averaging kernels under clear sky and cloudy conditions.  For the 287 
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remainder of the paper, any comparisons between TES and ozonesonde data have had the 288 

TES operator applied. 289 

 290 

4. Coincidence Criteria and TES Data Screening 291 

 292 

A review of the literature on validation of atmospheric measurements from satellites, reveals 293 

the application of a range of coincidence criteria.  In the first validation of TES ozone 294 

[Worden et al., 2007], only a limited number of TES and sonde coincidences were available, 295 

therefore to obtain enough comparisons, a time separation of ±48 hours and a 600 km radius 296 

from the sonde station were used as the coincidence criteria.  In this work, we have applied 297 

criteria of ±9 hours and a 300 km radius, which was partly based on a separate analysis 298 

comparing coincidence criteria using measurements from the SAUNA (Sodankylä Total 299 

Column Ozone Intercomparison) ozonesonde campaign from Sodankylä, Finland (67.4°N, 300 

26.6°E) between 27 March to 14 April 2006.  Although those comparisons were Transect 301 

observations (which involve larger viewing angles than GS or SS observations), they 302 

indicated that over a reasonable range, the choice of coincidence criteria affects the variability 303 

determined from the comparisons much more than the bias determination.  Ultimately, our 304 

criteria were selected to balance the fact that the probability of measuring an air parcel with 305 

different characteristics increases with the distance and time separation, with the need to have 306 

a sufficient number of profiles available for a good statistical treatment.  It should also be 307 

noted that over the course of a measurement, an ozonesonde undergoes horizontal drift; 308 

therefore, the exact separation between the TES and sonde measurements may differ from the 309 

stated distances which are based on the position of the sonde station. 310 
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 311 

We found 1634 TES and ozonesonde coincidences from October 2004 to October 2006.  The 312 

frequency of coincidences was highest in 2006 because of the increase in frequency of TES 313 

measurements in May 2005 and the large number of sonde launches, especially during the 314 

IONS-06 campaign.  Figure 1 shows a map of ozonesonde stations and their coincident TES 315 

measurements, with details given in Table 1.  Of the 1634 coincidences, 44 TES profiles were 316 

simultaneously coincident with sonde profiles from two stations, in which case the profiles 317 

from the two stations were averaged, resulting in 1590 unique pairs for validation.  The 318 

coincidence pairs were divided into six latitude zones based on the latitude of the sonde 319 

station (see Table 2) to group regions with similar ozone profiles.  The northern midlatitudes, 320 

northern subtropics and tropics have more coincidences than other zones as a result of the 321 

high number of sonde stations located in these areas, as well as the high frequency of 322 

measurements during IONS-06. 323 

 324 

TES measurements were screened using the “TES ozone data quality flag” [Osterman et al., 325 

2006] and the “emission layer flag”.  The case study which resulted in development of the 326 

emission layer flag is described in section 6.  Although these error flags do not identify all 327 

erroneous retrievals, suspicious unflagged profiles (~1-2% of all pairs depending on the 328 

criteria used), which appear as large outliers in Figure 2, have not been removed to minimize 329 

subjectivity in the comparisons. 330 

 331 

Since cloud top pressure and cloud effective optical depth are jointly-retrieved from TES 332 

measurements [Kulawik et al., 2006b] (Eldering et al., Implementation of Cloud Retrievals 333 
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for TES Atmospheric Retrievals – part 2: characterization of cloud top pressure and effective 334 

optical depth retrievals, submitted to JGR, this issue) along with trace gas species, they can be 335 

used to aid in screening the TES data.  Profiles with thick high clouds in the field of view 336 

were removed because these obscure the infrared emission from the lower troposphere, 337 

greatly reducing TES sensitivity.  The number of profiles in each zone excluded due to clouds 338 

is given in Table 2.  Profiles with a cloud top pressure less than 750 hPa (cloud top height 339 

above ~2.5 km) with an effective optical depth greater than 2.0 are considered to be obscured 340 

by clouds.  The optical depth threshold was selected by inspection of the averaging kernels.  It 341 

permits some cloudiness and thus some reduction in the averaging kernel, but it is a slightly 342 

stricter cloud criterion than an effective optical depth > 3.0 used by Worden et al. [2007].  343 

Inclusion of cloudy profiles would artificially make the TES and sonde agreement better in 344 

the lower troposphere because for cloudy scenes the ozone averaging kernel approaches zero, 345 

causing the retrieval to revert back to the a priori.  Since the TES averaging kernel is also 346 

applied to the sonde profile, the residual from subtracting the two quantities is then nearly 347 

zero. 348 

 349 

5. TES/Ozonesonde Comparisons 350 

 351 

Ozone difference profiles are shown in Figure 2 for TES minus sonde.  The southern 352 

subtropics and midlatitudes were combined as a single zone because of the small number of 353 

measurements.  Percent differences are shown up to 10 hPa (left), while the absolute 354 

difference profiles are only shown up to 200-300 hPa to focus on the troposphere (right).  All 355 
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individual profiles are plotted in grey with black lines overlaid to indicate the mean and one 356 

standard deviation range. 357 

 358 

In all six latitude zones, there is an overall positive bias in the TES measurements relative to 359 

the sondes.  The mean difference or bias is generally in the 0-15% range for the troposphere.  360 

The absolute value of the bias and standard deviation generally increase near the tropopause 361 

and in the lower stratosphere, but this translates to a small percent difference as ozone levels 362 

are higher there.  In the tropics and subtropics the bias exceeds 20% at low altitudes.  In these 363 

latitude zones as well as the northern midlatitudes, both the mean and standard deviation at 364 

low altitudes are inflated by a few large outliers that have been left in the comparison.  The 365 

outliers only represent about 1-2% of all unflagged profiles in these latitude zones.  It has 366 

been determined that these anomalous profiles occur over both land and ocean, and do not 367 

appear to be related to the absolute level of ozone.  Nearly no low altitude bias is seen in the 368 

Arctic and Antarctic where ozone levels are low and the brightness temperature at the surface 369 

is very low, resulting in low sensitivity, and thus causing the TES retrieval to revert back to 370 

the a priori.  The region from about 70-300 hPa in the southern low and midlatitudes is the 371 

only real exception to the general positive bias.  These low TES measurements mainly 372 

originate from coincidences with sondes from the subtropical stations at Reunion Island and 373 

Pretoria.   The low bias did not appear to relate to season, or any obvious characteristic that 374 

would distinguish these coincidences from the rest. 375 

 376 

The profile comparisons in Figure 2 give a good overview of the variability and bias in TES 377 

profiles, but since there are approximately 2 degrees of freedom for signal in the troposphere, 378 
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a proper quantitative analysis should account for this.  In Figure 3, TES versus sonde 379 

correlations are shown for the lower troposphere (LT) defined as the surface to 500 hPa and 380 

the upper troposphere (UT) defined as 500 hPa to the tropopause pressure determined as the 381 

pressure at the TES temperature minimum or a given cutoff pressure (which ever is larger).  382 

The cutoff pressure for each latitude zone was 300 hPa for Arctic, Antarctic and northern 383 

midlatitudes and 200 hPa elsewhere.  The error bars in Figure 3 show the mean of the TES 384 

errors, since there is a correlation between the levels used for determination of the mean.  The 385 

bias of the mean, the standard deviation or root-mean-square error (RMS) and the correlation 386 

coefficient (R) are also given in Figure 3. 387 

 388 

The mean UT biases range from 2.9 ppbv in the tropics to 10.6 ppbv in the Antarctic, while 389 

the LT biases range from 0.7 ppbv in the Antarctic to 9.2 ppbv in the tropics.  The bias 390 

generally has a positive additive (shift) component and a negative multiplicative (slope) 391 

component.  In the northern midlatitudes where the most coincidences were available, the 392 

correlation is mainly compact, but a few high outliers have decreased the R-value and 393 

increased the bias and standard deviation.  In the northern subtropics and tropics, the 394 

correlation is excellent in the UT but poor in the LT as a result of a few outliers.  The low bias 395 

in the southern low and midlatitude profiles between 70-300 hPa does not show up in the 396 

correlations since it is predominantly above the tropopause.  The apparently good correlations 397 

seen in the Antarctic and Arctic LT result from the fact that the retrieval has very low 398 

sensitivity there and is reverting back to the a priori as mentioned earlier.  These Arctic and 399 

Antarctic correlations should not be interpreted as implying that TES measurement capability 400 

is good in these regions, but they provide an example of the influence that would have 401 
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occurred if cloudy coincidences (also with low measurement sensitivity) had been included in 402 

our statistics for other latitude zones. 403 

 404 

There were a sufficient number of coincidences in the northern midlatitudes to permit the 405 

investigation of seasonal variability.  Difference profiles for the four seasons are shown in 406 

Figure 4 and the corresponding correlations in Figure 5.  The altitude of the peak in the mean 407 

percent difference profiles was lowest in the winter and highest in the summer, which likely 408 

relates to the changing tropopause height and variability of ozone [Logan, 1999].  The 409 

seasonal division also shows that the low altitude outliers predominantly occur in the summer 410 

and to a lesser degree in the spring, and that the summer northern midlatitude bias profiles 411 

somewhat resemble the northern subtropics or the tropics in the upper troposphere. 412 

 413 

The northern midlatitude winter UT correlations have the largest bias (17.5 ppbv) and RMS 414 

(25.6 ppbv) of all seasons.  The large RMS is likely attributable to the high variability in 415 

upper tropospheric and lower stratospheric ozone [Logan, 1999], but may also relate to the 416 

low tropopause heights in the northern midlatitude winter which reduces the degrees of 417 

freedom for signal in the troposphere.  The winter and spring UT correlations have the largest 418 

biases but also have the highest correlation coefficients.  Although a low positive bias was 419 

determined for the summer UT, it is accompanied by a relatively large RMS and a low 420 

correlation coefficient.  In the LT, the bias is fairly constant at 5.2-6.5 ppbv accompanied by 421 

an RMS of 10.0-14.3 ppbv, with the exception of the fall where both the bias and RMS are 422 

slightly lower.  The LT correlation coefficients are fairly constant ranging from 0.47-0.57. 423 

 424 
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Atmospheric variability with respect to ozone was investigated further by examining the 425 

difference between pairs of ozonesonde profiles which came close to meeting the TES/sonde 426 

coincidence criteria, as shown in Table 3 and Figure 6.  The largest separation in these 10 427 

pairs is 349 km and 8.89 hours.  Only sonde pairs with one or more coincident TES 428 

measurements were used to allow for application of the TES operator.  When multiple TES 429 

measurements were coincident with the pair, the mean of the available TES operators was 430 

applied.  Although procedural differences between sonde measurements and the use of 431 

different sonde types (for example Hohenpeissenberg BM sondes and Praha ECC sondes 432 

[DeBacker et al., 1998]) may account for some of the difference between the two sonde 433 

profiles, the majority of the difference can be attributed to atmospheric variability.  Figure 6 434 

shows that the variability of the profile pairs is significant, with the mean variability peaking 435 

at about 20% near the tropopause.  It is evident that the shape and range of the sonde 436 

difference profiles in Figure 6 are similar to those of the TES-sonde differences in Figures 2 437 

and 4.  This strongly suggests that atmospheric variability likely accounts for a significant 438 

portion of variability in the TES-sonde differences as well, thus reducing the potential 439 

contribution from the errors in the TES measurements.  Furthermore, this example may 440 

underestimate true ozone variability because none of the sonde profile pairs were in the winter 441 

when the greatest northern midlatitude variability is expected based on the RMS in our 442 

seasonal comparisons and on previous work [Logan, 1999]. 443 

 444 

6. Emission Layer Flag 445 

 446 
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In addition to the standard TES data quality flag, a second flag was developed in a case study 447 

that compared TES transect measurements to sonde measurements during the winter at the 448 

Southern Great Plains Atmospheric Radiation Measurement (ARM-SGP) facility (36.6ºN, 449 

97.5ºW).  The sondes were launched by F. Schmidlin (NASA Wallops), from 18 January to 450 

16 February 2006, for both night and day Aura overpasses at the ARM-SGP site and were 451 

made within 250 km and less than one hour from the TES observations.  Figure 7 shows 452 

comparisons with the ARM-SGP ozonesonde measurements (5 night and 4 day transect runs).  453 

These comparisons have been critical in identifying erroneous TES retrievals that can 454 

sometimes result when the lowest layers of the atmosphere are in emission (i.e., warmer than 455 

the surface).  Increased sensitivity in the lowest layers due to higher thermal contrast can lead 456 

to an overestimate of ozone abundance near the surface while still producing a minimum in 457 

the radiance residuals since the ozone in emission would tend to radiatively cancel the ozone 458 

in absorption in the layers above.  Constraints in the current retrieval algorithm do not prevent 459 

this but the condition is now identified with the “emission layer flag”, which flags profiles 460 

when the thermal contrast (Tatmosphere – Tsurface) over the lowest 3 layers in the TES retrieval is 461 

greater than 1K and the ozone in these layers is greater than the initial guess by more than 15 462 

ppbv.  Figure 7 demonstrates the effect of the emission layer flag on night observations, 463 

compared to day observations, which did not have emission layer conditions.  Since the 464 

measurements in this case study were transect measurements often with higher viewing angles 465 

(with the respect to the zenith) than SS or GS measurements, these additional 283 profiles 466 

have not been included in the bulk northern midlatitude statistics for which a large number of 467 

coincidences were already available. 468 

 469 
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7. Discussion 470 

 471 

In the present work, the TES operator has been applied to ozonesonde profiles.  This 472 

facilitates direct comparison by smoothing the sonde data with the TES averaging kernel and 473 

also allows calculation of a TES-sonde difference that is not biased by the TES a priori.  474 

While this approach has advantages, one must also be careful not to mistake a lack of 475 

sensitivity or low ATES (as in the case of cloudy scenes or Arctic/Antarctic conditions in the 476 

LT) for good agreement between the datasets (low xTES - xsondeTESop). We have accounted for 477 

this in the Arctic and Antarctic by identifying the low sensitivity by inspection of the 478 

averaging kernels, and in the case of cloudy scenes using the effective optical depth in the LT 479 

to screen out such cases. 480 

 481 

The present study provides the largest and widest ranging evaluation of TES ozone 482 

measurements to date.  Our comparisons indicate a positive bias with values of 2.9-10.6 ppbv 483 

for the UT, and 3.7-9.2 ppbv for the LT, depending on latitude zone (see Table 4).  These 484 

tropospheric biases agree with evaluation of TES ozone using airborne differential absorption 485 

LIDAR (Richards et al., Validation of Tropospheric Emission Spectrometer (TES) Ozone 486 

Profiles with Aircraft Observations During INTEX-B, submitted for this issue).  We 487 

emphasize however, that the exact value of the bias has little meaning as the RMS is much 488 

larger than the bias in all regions.  This was confirmed by taking random samples of about 70 489 

coincidences in the northern midlatitudes and recalculating both quantities ten times.  The test 490 

yielded biases of 2.9-9.3 ppbv for the UT and 3.1-8.2 ppbv for the LT, with RMS values 491 

(which indicate the variability on a single profile) ranging from 10.1-20.5 ppbv.  Therefore, 492 
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although we can surely confirm a statistically significant overall positive bias of a few ppbv, it 493 

can not be narrowed much beyond the 3-10 ppbv range.  Using the standard error of the mean 494 

(where σmean = σ/√N) is one potential approach, whereby the biases can sometimes be 495 

distinguished from one another at the 2σ confidence level, but this probably overestimates the 496 

certainty of the biases.  For the UT, the tropics and the southern low and midlatitudes are 497 

likely at the lower end of the 3-10 ppbv range, the northern midlatitudes and Arctic likely in 498 

the middle, and the northern subtropics and Antarctic are at the high end of the range.  In the 499 

LT, Arctic and Antarctic biases are inconclusive since the sensitivity is so low, but the 500 

southern low and midlatitudes are likely at the low end of the range, while the remaining 501 

zones are likely somewhat higher. 502 

 503 

Since the probability of mismatching profile pairs is expected to increase with distance and 504 

time separation, our coincidence criteria (±9 hrs and a 300 km radius from the sonde station) 505 

were selected to balance this fact with the need to have a sufficient number of profiles 506 

available for a good statistical treatment.  Figure 6 and the related analysis indicate that some 507 

contribution to the variability can clearly be attributed to TES and sonde profiles mismatched 508 

in space and time, i.e. each measuring air containing different levels of ozone.  The effect (if 509 

any) that atmospheric variability has on the bias is difficult to asses and quantify.  Since the 510 

northern midlatitudes had the most profiles available, we tested the effect of tightening the 511 

coincidence criteria to ±3 hours and 100 km, which resulted in 67 profiles.  The tighter 512 

coincidence criteria yield biases for the UT and LT that are slightly smaller than those with 513 

the standard criteria but the difference is not statistically significant if the standard deviation 514 

is considered (see Table 5).  The values for the standard error of the mean are also given in 515 
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Table 5.  Using σmean provides further confirmation that any reduction in the bias as a result of 516 

tightening the coincidence criteria is not statistically significant and also indicates that 517 

tightening the coincidence criteria reduces the standard deviation variability at a statistically 518 

significant level for the both the LT and UT, since the difference in the standard deviation 519 

variability (Table 5) for the two sets of coincidence criteria is greater than the combined 520 

standard errors from the two means.  Therefore, if we had carried out the work with tighter 521 

coincidence criteria throughout, the value of the bias would not be statistically different, but 522 

the standard deviation would be less.  This result is in agreement with previous work 523 

involving comparisons to SAUNA data (described earlier) and is perhaps predictable since in 524 

theory, the random mismatching of profiles should only add random error but should not 525 

introduce a positive or negative bias. 526 

 527 

With the TES tropospheric ozone bias mainly less than 15%, and the accuracy of ozonesonde 528 

profiles estimated to be 5-10% with a potential bias of 5% (relative to a UV photometer) [Smit 529 

et al., 2007], the error contribution by ozonesonde measurements should perhaps not be so 530 

easily dismissed.  However, the fact that a positive bias of less than 15% was also determined 531 

by Richards et al. (submitted) who compared to a completely different measurement 532 

technique and used a different set of coincidence criteria, strongly supports the idea that the 533 

bias is unrelated to atmospheric variability, and that the contribution to the bias from sondes is 534 

not very large.  Issues such as biases between different types of ozonesondes, or biases 535 

between sondes and other ozone measurement techniques will need to be understood better in 536 

order to make a good estimate of the contribution to the TES bias that should actually be 537 

attributed to the ozonesondes.  538 
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 539 

We compared these validation results using V002 TES data to the results of Worden et al. 540 

[2007] using V001 data (see Table 6).  The V002 data have significant improvements to both 541 

calibration and retrieval algorithms. It should be noted that there were also differences in the 542 

approach to screening data, the coincidence criteria, the cloud criteria, and the latitude zone 543 

definitions.  For example, since the coincidence criteria was not as strict in Worden et al. 544 

[2007], they used temperature difference as an additional criterion, assuming that large 545 

differences (ΔT > 5K over multiple levels) indicated that TES and the sonde measured 546 

different air masses.  (We very rarely found ΔT > 5K over multiple levels for the present set 547 

of coincidences, and the few cases found did not appear to have poor agreement for ozone 548 

over the corresponding levels.)  These changes make a direct quantitative comparison of 549 

limited value.  The systematic low bias for the LT in V001 is no longer observed, while in the 550 

UT, northern hemisphere V002 results are most likely better, and tropical UT results are very 551 

similar or only very slightly better in V002. 552 

 553 

The systematic bias determined here may relate to known problems with the temperature 554 

profiles that are retrieved jointly with ozone in V002 data.  Changes to the TES retrieval 555 

algorithms for V003 will use ozonesonde comparisons like these as one of the metrics for 556 

improvement.  Updating the CO2 spectroscopy is expected to result in an improvement to 557 

temperature profiles in V003 data (Shephard et al., TES spectral radiance comparisons, 558 

submitted to J. Geophys. Res., this issue.), with incremental improvements to the ozone 559 

estimates.  In addition to the bias, multiple outliers were found in the northern midlatitude 560 

spring and summer, the tropics, and the northern subtopics which exhibited very high ozone 561 
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values near the surface and are presumed to be erroneous.  The cause of these erroneous 562 

profiles which occur with a frequency of about 1-2% (depending on the criteria used) may 563 

relate to the improper treatment of clouds or retrieval non-linearity which is currently being 564 

quantified and will be addressed in a future publication.  While correcting the problem may 565 

not be straightforward, an interim solution may be the introduction of an additional flag, 566 

similar to the emission layer flag, to identify these anomalous profiles for the average TES 567 

data user.   568 

 569 

8. Conclusions 570 

 571 

This study used approximately 1600 TES/sonde coincidences to evaluate TES V002 nadir 572 

ozone profiles.  With the present comparison method, we can rule out the role of the a priori 573 

on the TES bias and focus on systematic errors from the calibration and retrieval processes. 574 

Using this approach, a small overall positive bias was determined, with the only systematic 575 

exception (a small negative bias) in the southern subtropics between approximately 70-300 576 

hPa (from comparisons to Reunion Island and Pretoria sonde measurements). 577 

 578 

Since TES has approximately 2 degrees of freedom for signal in the troposphere, upper 579 

troposphere and lower troposphere mean biases were determined from correlations of 580 

averages.  The UT biases ranged from 2.9±8.5 ppbv to 10.6±15.0 ppbv considering all latitude 581 

zones.  In the LT, sensitivity in the Arctic and Antarctic was very low, therefore LT values in 582 

these regions are not valid.  For the remaining latitude zones, biases range from 3.7±6.9 ppbv 583 

to 9.2±16.3 ppbv.  As a result of the size of the standard deviation or RMS relative to the bias, 584 
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the exact numerical value of the bias has little meaning, but we suggest high bias of 3-10 ppbv 585 

should be noted in scientific studies which use TES tropospheric ozone.  Atmospheric 586 

variability was shown to significantly affect the matching of profile pairs; therefore, we 587 

interpret the standard deviation variability (RMS) of 7-16 ppbv, as an upper limit for the 588 

standard random variability in a single TES profile with the true value expected to be much 589 

lower.  Finally, it is very important to note the linearity in TES versus sonde ozone 590 

comparisons (Figures 3 and 5), which is also impacted by atmospheric variability.  Although 591 

TES ozone has biases with respect to sondes, we have confidence that the relative variations 592 

in ozone measured by TES are meaningful because of this linearity. 593 

 594 
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Table 1. Ozonesonde station locations, data providers and the number of TES coincidences. 741 

 742 

Ozonesonde 

station 

Latitude Longitude Data Source N a 

Eureka 80.0 -85.9 WOUDC 11 

Ny Ålesund 78.9 11.9 WOUDC 20 

Churchill 58.7 -94.1 WOUDC 28 

Edmonton 53.6 -114.1 WOUDC 13 

Goose Bay 53.3 -60.4 WOUDC 8 

Legionowa 52.4 21.0 WOUDC 16 

Lindenberg 52.2 14.1 WOUDC 11 

De Bilt 52.1 5.2 WOUDC 3 

Bratt’s Lake 50.2 -104.7 IONS/WOUDC 56 

Praha 50.0 14.4 WOUDC 17 

Kelowna 49.9 -119.4 IONS/WOUDC 117 

Hohenpeissenberg 47.8 11.0 WOUDC 97 

Payerne 46.5 6.6 WOUDC 20 

Richland 46.2 -119.2 IONS 35 

Egbert 44.2 -79.8 IONS/WOUDC 24 

Sable Island 44.0 -59.9 IONS 26 

Yarmouth 43.9 -66.1 IONS/WOUDC 18 

Paradox 43.9 -73.6 IONS 35 

Sapporo 43.1 141.3 WOUDC 16 

Walsingham 42.6 -80.6 IONS 27 

Narragansett 41.5 -71.3 IONS 48 

Valparaiso 41.5 -87.0 IONS 7 

Trinidad Head 40.8 -124.2 IONS/WOUDC/GMD 83 

Boulder 40.3 -105.2 IONS/WOUDC/GMD 86 

Beltsville 39.0 -76.5 IONS 22 

Wallops Island 37.9 -75.5 IONS/WOUDC 64 
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Tateno 36.1 140.1 WOUDC 11 

Huntsville 35.3 -86.6 IONS/WOUDC 77 

Socorro 34.6 -106.9 IONS 24 

Table Mountain 34.4 -117.7 IONS 32 

Holtville 32.8 -115.4 IONS 7 

Isfahan 32.5 51.7 WOUDC 5 

Kagoshima 31.6 130.6 WOUDC 1 

Houston 29.7 -95.3 IONS/WOUDC 52 

Ron Brown b 28.1 to 29.9 b -93.9 to -96.5 b IONS 20 

Naha 26.2 127.7 WOUDC 35 

Hilo 19.7 -155.1 WOUDC/GMD 1 

Mexico City 19.4 -98.6 WOUDC 16 

Tecamec 19.3 -99.2 IONS 14 

Barbados 13.2 -59.5 IONS/GMD 33 

Heredia 10.0 -84.1 SHADOZ/GMD 43 

Cotonou 6.2 2.2 SHADOZ 8 

Paramaribo 5.8 -55.2 SHADOZ 9 

Kuala Lampur 2.7 101.7 SHADOZ 8 

San Cristobal -0.9 -89.6 SHADOZ/GMD 1 

Nairobi -1.3 36.8 SHADOZ 19 

Malindi -3.0 40.2 SHADOZ 23 

Natal -5.8 -35.2 SHADOZ 31 

Java -7.5 112.6 SHADOZ 5 

Ascension Island -8.0 -14.4 SHADOZ 53 

American Samoa -14.2 -170.6 SHADOZ/GMD 7 

Reunion Island -21.1 55.5 SHADOZ 58 

Pretoria -25.9 28.2 SHADOZ 16 

Lauder -45.0 169.7 WOUDC 9 

Marambio -64.2 -56.7 WOUDC 3 

Davis -68.6 78.0 WOUDC 1 
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Syowa -69.0 39.6 WOUDC 60 

Neumayer -70.7 -8.3 WOUDC 44 

TOTAL    1634 
a N refers to the number of coincidences with this station in the present analysis although more 743 
coincidences may be available.  Soundings coincident with multiple TES measurements are counted 744 
multiple times, as are the 44 TES measurements coincident with sonde profiles from two stations. 745 
b Ron Brown is a ship which serves as a mobile sonde station and was situated in the Gulf of Mexico 746 
for the IONS-06 campaign. 747 
 748 
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Table 2. Latitude zones, the number of coincident pairs used and the number rejected based 749 

on clouds and the TES error flags. 750 

 751 

Latitude zone Nominal 

latitude range 

Latitude range of 

TES 

measurements 

N 

included 

N 

cloudy 

N flagged

Arctic a 

 

56 – 90ºN 56.6 - 80.3ºN 35 8 16 

Northern 

Midlatitudes  

35 – 56ºN 35.0 – 54.8ºN 699 174 31 b 

Northern 

Subtropics  

15 – 35ºN 15.0 – 35.0ºN 169 23 5 b 

Tropics 

  

15ºS – 15ºN 15.0ºS – 15.0ºN 203 12 24 b 

Southern Low & 

Midlatitudes  

15 – 60ºS 15.0 - 47.7ºS 56 10 17 

Antarctic 

  

60 – 90ºS 61.9 - 72.5ºS 67 9 32 

a Churchill (58.7ºN, 94.1ºW) coincidences which are in the Sub-Arctic were grouped with the Arctic in 752 
order to improve statistics in this zone. 753 
b Flagged TES measurements coincident with IONS and ION-06 soundings were not compared and 754 
thus not counted in this tally. 755 

 756 
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Table 3.  Ozonesonde pairs which approximately meet the TES/sonde coincidence criteria. 757 

 758 

Measurement Date Ozonesonde station pair Δt / hrs Δd / km 

30 March 2005 Lindenberg-Praha 0.73 246 

4 April 2005 Hohenpeissenberg-Praha 3.89 349 

6 March 2006 Hohenpeissenberg-Praha 8.89 349 

7 April 2006 Hohenpeissenberg-Praha 4.89 349 

7 August 2006 Narragansett-Paradox 1.30 329 

16 August 2006 Narragansett-Paradox 0.82 329 

21 August 2006 Houston-Ron Brown 0.60 90.2 

23 August 2006 Narragansett-Paradox 0.50 329 

23 August 2006 Houston-Ron Brown 1.10 234 

28 August 2006 Beltsville-Wallops 0.60 160 

 759 


